Computer-related medication errors in neonatal intensive care units.
Iatrogenic medication errors in the neonatal ICU (NICU) are reported to occur up to 2.6 times per 100 NICU days. It has been learned during the last decade that well-intended but faulty implementations of technology can increase the frequency of errors and also can give rise to new types. This article compares and discusses iatrogenic medication errors in the NICU that are related to computer entry and computerized physician order entry systems. The authors also propose a possible approach for evaluating technology that is intended to prevent iatrogenic mediation errors in the NICU.